ABSTRACT
INTRODUCTION
Lumbar spinal stenosis is a reduction in the dimension of the central or lateral lumbar spinal canal that occurs most frequently as a result of chronic degenerative changes. Lumbar spinal stenosis is caused by degenerative changes of part of the spinal unit. Anatomically, the loss of disc height initiated subluxation of the articular processes. Sliding of the superior articular processes anteriorly causes the ligamentum flavum to bulge anteriorly and compressing the nerve root (1) . Extension of the vertebral colon leads to bulging of the
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ligamentum flavum and posterior annulus fibrosus into the spinal canal, the lateral recesses and foramina. During maximal extension ligamentum flavum can become 2 mm thicker than in flexion (5,6).
Spinal fusion is a common surgical technique for the treatment of the painful degenerative spinal disorders. The success rate of the fusion was reported as 16-95% (mean 68%) in retrospective case series (18, 19, 20) . Spinal instrument improves the fusion rate but has no effect on short term clinical results (4) however; better clinical outcome reported with the instrument after 5 years (7). On the other side, increased morbidity and mortality risk has been shown with spinal fusion surgeries (18, 19) . The fusion also eliminates the motion of the functional spinal unit and accelerates the degeneration of the adjacent segment (3, 9, 11) . To prevent complications and protect the adjacent segment, non-fusion surgical techniques have been enhanced.
Interspinous distraction device (IDD) applies between spinous process at the symptomatic level. The aims of implanting IDD were presented to unload the facet joints, restore foraminal height and provide stability especially in extension. The patient with neurogenic intermittent claudication who obtains relief on sitting and/ or flexion can be treated with IDD. The Coflex device (Spine motion, Germany) is a titanium spacer and implanted between spinous process. In this study we presented short term clinical and radiologic results of the Coflex IDD which implanted to the patients with spinal stenosis.
MATERIAL and METHODS
Between 2006-2008 years, patients with neurologic intermittent claudication, diagnosed as lumbar spinal stenosis and failed conservative treatment for 3 months were included in this study. After microsurgical decompression, Coflex™ IDD was applied. Clinical evaluations were performed preoperatively, a month after surgery and last follow-up using the visual analogue scale (VAS) and Oswestry Disability Index (ODI). Foraminal height and lumbar lordosis angle were also recorded at the same time. The foraminal height was measured as maximum distance between the inferior margin of the pedicle of the superior vertebra and superior margin of the pedicle of the inferior vertebra. The lumbar lordosis was measured as the angle between lines drawn parallel to the superior plate of L1 and the inferior plate of L5. Patients with marked degenerative spondylolisthesis (≥5 mm), and isthmic spondylolisthesis were not included in study.
All comparisons were made at a statistical significance level of 0.05 or 95% confidence. Statistical analyses were performed using SPSS, version 10.0 (SPSS Inc., Chicago, IL, US).
Surgical Technique
Under general anesthesia patient was placed in prone position on surgical frame with neutral position or a slight kyphosis. Midline skin incision was performed at the appropriate level. The paraspinal muscles were sharply dissected with preserving the entire thickness of the supraspinous ligament. The facet capsules were also preserved. The supraspinous and the interspinous ligament were sacrificed and any bony overgrowth of the spinous process that may interfere with insertion is resected. Ligamentum flavum was then resected and microsurgical bilateral foraminotomy was performed. Microsurgical discectomy was applied if the patient suffered from radicular pain. After define appropriate implant size, the Coflex™ IDD was placed in interspinous space with amount of interspinous distraction. In this instance, to ensure proper depth of implant insertion a small portion of the laminar surface may need partial resurfacing. Proper depth is determined if a beaded tip probe can be passed freely leaving 3-4 mm separation from the dura. The implant was fixed through two bone holes in the spinous process (Figure 1, 2) . Skin is closed in the usual manner.
RESULTS
A total of 20 patients (9 female and 11 male) with spinal stenosis were included in the study. The mean age was 60 (range 47-74). In 4 patients, L3-L4 level and in 16 patients, L4-L5 level was implanted. Six patients who had radicular pain were also underwent microdiscectomy due to the disc herniation (Table I ). The mean follow-up period was 11.8 months (6-18). The mean preoperative VAS was 7.85 (±0.75) and fell to 1.7 (±0.73) a month after surgery (p<0.0001). At the last follow-up the mean VAS score was 1.65 (±0.49) (p<0.0001). There was also no statistical difference between early postoperative (1 month) and last follow-up VAS scores (p=0.716). The mean preoperative ODI was 84.9 (±3.58) and fell to 12.9 (±2.10) a month after surgery (p<0.0001). The mean ODI score was 12.2 (±1.28) at the last follow-up (p<0.0001). There was also no statistical difference between early postoperative (1 month) ODI and last follow-up ODI scores (p=0.130). Both VAS and ODI are reduced postoperatively, and this effect remained quite stable throughout the follow-up period.
The mean foraminal heights were measured 19.95 mm (±2.35) and 25.05 (±2.24) mm at preoperative and a month after surgery respectively (p<0.0001). The mean foraminal height was 21.60 (±2.70) mm at last follow-up (p=0.002). There was also statistical difference between early postoperative (1 month) and last follow-up foraminal heights (p<0.0001). The mean lumbar lordosis were measured 32.05 (±7.05) and 34.3 (±7.77) degrees at preoperative and a month after surgery respectively (p=0.155). The mean lumbar lordosis was 32 (±5.99) degrees at last follow-up (p=0.974). There was also no statistical difference between early postoperative (1 month) and last follow-up lumbar lordosis (p<0.105).
No major complication was occurred. Superficial wound infection was treated with antibiotherapy in a case and dural tear was treated with myofascial flap in another case. No implant-related complication was occurred.
DISCUSSION
Historically, failure of the conservative treatment of the lumbar spinal stenosis was an indication for surgical Nowadays, microsurgical decompression is preferred surgical technique for patient with severe spinal stenosis and leg pain. Interspinosus distraction devices are an alternative treatment technique beside microsurgical decompression in selected cases. Biomechanically, these types of devices constrained the extension but no effects on flexion, axial rotation or bending (10, 22) . Some studies are claimed to that the IDD unload follow-up 2) respectively. These results has been given rise to thought that the restoration of the foraminal height or cross sectional area may improve the initial clinical outcome, however both parameters do not appear to be a main factor for patient satisfaction.
We also observed that the Coflex IDD does not affect on lumbar lordosis. The postoperative lumbar lordosis was slightly increased after surgery but changes were not significant. Crawford et al. (2) reported slight flattening of the segmental angle and regional lordosis after Diam IDD. However, serial clinical studies of spinal curvature after surgery with IDDs are warranted in order to better understand the effect of the IDD on lumbar lordosis.
CONCLUSION
Using the Coflex device in patients with lumbar spinal stenosis is a minimal invasive, effective and safe procedure. Clinical symptoms were improved after surgery and maintained throughout the 1 year follow-up period. Contrary to known, restoration of the foraminal height may not be a responsible factor for clinical improvement. We think that the microsurgical decompression looks responsible of the good clinical outcome and using interspinous distraction device is unnecessary. Comparative clinical studies can be more informative. the facet joints and decrease intervertebral disc pressure (10, 12, 15, 22) . Biomechanical studies are also shown that the IDD have no significant effect on adjacent segment intradiscal pressure and motion (10, 16, 23) . Wilke et al. (22) compared four different interspinous implants--Colfex, Wallis, Diam and X-Stop--in terms of their three-dimensional flexibility and the intradiscal pressure. They found that all tested interspinous implants had a similar effect on the flexibility and reduced the intradiscal pressure in extension, but had almost no effect in flexion, lateral bending and axial rotation. Tsai et al. (17) tested coflex IDD with partially destabilised human cadaveric specimens and concluded that the Coflex offers non-rigid fixation and can return a partially destabilized specimen back to the intact condition in terms of motion in flexion/extension and axial rotation.
In current study, 20 cases with one level spinal stenosis treated with the Coflex IDD were examined. At the mean 1 year follow-up, all the patients had significantly better clinical results. A prospective randominized multicenter study was published by Zuckerman et al. (24) showed that 59% (100 cases) of success rate with an interspinous implant (X-stop) in 1 year after surgery. This result was much better than that of 12% in the control patients Interspinous distraction devices provide restoration of the foraminal height and canal area. Siddiqui et al. (13) showed significant increase in the dimension of the neural foramen and canal area using the positional magnetic resonance image in standing, sitting and supine flexion and extension after one or two level X-stop IDD implantation. Using the Coflex IDD, we achieved mean 25.5% foraminal height restoration after surgery. However at the last follow-up, the mean foraminal height was decreased to 8% of the mean preoperative value. The increased foraminal height values were reverted to preoperative values during follow-up period but the improved clinical outcome was not changed. The similar results were reported recently by Sobottke et al. (14) . Retrospectively, they compared the clinical and radiologic results of the 3 different IDDs (X-stop, Wallis, Diam). The foraminal height, width and foraminal cross sectional area were significantly increased after surgery with all devices but progressively decreased during follow-up. They also reported that the X-stop group showed a significantly larger change foraminal height and foraminal cross sectional area than the Wallis and Diam IDDs. Although the X-stop IDD was achieved mean 17% foraminal height restoration after surgery, the percent of foraminal height restoration were decreased to 9.2% and 5.6% at 7 (mean follow-up 1) and 17 months (mean
